New technique of determining the irradiated field for esophageal cancer by using an endoscope and a simulator.
An endoscope was used with a simulator to determine the irradiated field of small cancer lesions in the esophagus. This technique allowed immediate determination of the irradiated field for small lesions in the esophagus.